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Abstract
A beam diagnostic system which can operate in wide dynamic range of beam
currents and energies was developed for REX-ISOLDE. The system generates on-
line a two dimensional beam image and its x and y projections. Features of the
system and the technical design are discussed here. Numerous tests were carried
out with the system to show that it satises the REX-ISOLDE requirements.
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1 Introduction
The REX-ISOLDE (Radioactive Beam Experiment at ISOLDE) [1] facility,
which is now under construction at CERN, aims at accelerating radioactive
isotopes produced at 60 keV at ISOLDE and to perform reaction studies that
are of interest to nuclear-structure physics. Post acceleration at REX-ISOLDE
consists of several stages of beam treatment. After each stage, a beam diagnos-
tic system is required to monitor the properties of the ion beam. The position
of the ion beam as well as its intensity distribution has to be monitored with
a spatial resolution of 1 mm or better. The system must be able to operate in
a wide dynamic range of currents and energies: from the nA region down to
the level of several particles per second (pps) and from 60 keV up to several
MeV/amu beam energies.
The majority of existing beam monitoring devices cannot satisfy all of the
REX-ISOLDE requirements. Grid-based prole monitoring systems demand
high currents (more then 106 p.p.s.) and must be accompanied by expensive
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electronics [2]. Avalanche chambers work with low currents, but require high-
energy beams [3]. A. Alberts et al [4] used secondary electrons emitted from
a carbon foil placed in a beam and were able to measure beams from 1 to 109
pps. Implementation of a position sensitive electron detector allows observa-
tion of a 2-dimensional beam image if the electrons can be transported from
the foil to the detector without distortion. These ideas were used in our beam
diagnostic system [5] developed for REX-ISOLDE.
The diagnostic unit consists of several functional parts. A Faraday cup (FC) is
used to measure currents down to the pA level. A collimator wheel driven by
a step motor has several slits of dierent size and shape. The beam position,
and intensity distribution are visualized by a beam prole monitoring system
(BPMS).
As the rst two devices are well known, the remainder of this article is dedi-
cated to the BPMS and its tests.
2 The Beam Profile Monitoring System
The principle of the BPMS is based on secondary electrons (SEs), knocked
out o an Al plate by an incoming beam [g. 1]. Angular distribution and
energy spectra of the SEs depend on beam energy and type. Fortunately, the
majority of SEs have low energies (less then 10 eV) [6], which simplies their
manipulation. The Al plate with a grid designed to accelerate the electrons
can be inserted and taken out from the beam path by means of a pneumatic
feed-through. SEs are accelerated up to 5 keV by a homogeneous electric eld
applied between the Al plate and the grid. From there they travel through
a eld free zone to the input of a microchannel plate (MCP), which is a
position sensitive electron multiplier. The amplication factor of the MCP is
controlled by the applied voltage and can be as high as 107 in the chevron
conguration we use. After multiplication the electrons hit a phosphor screen
and produce flashes of light. This light is observed with a CCD camera, coupled
to a PC. The image on the phosphor screen is stretched by a factor
√
2 in the
horizontal direction, with respect to the beam pattern due to the fact that the
beam impinges on the plate at an angle of 450. The CCD camera is tilted at
an angle of 450 to the phosphor screen, which restores a 1:1 correspondence
of observed image to the beam intensity pattern. The video signal from the
camera is sent to the control PC where it is digitized by a frame grabber. The
image of the beam is continuously updated with an update rate of 3 times per
second. The software allows basic analysis of the beam intensity distribution,
such as making one dimensional projections and time averaging.
Every beam diagnostic system has its own control unit. It supplies high voltage
to the BPMS and controls the position of the FC, collimator wheel and Al
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plate. All control units are connected to the control PC via an RS485 interface.
Video signals from all the BPMS are sent to the PC via a video multiplexer,
while currents from the FC’s are read out by a separate line via a switch card.
The control PC will be integrated into the ISOLDE computer network.
3 Dynamical Current and Energy range of the BPMS; Spatial and
Timing Resolution.
One should note that for historical reasons most of the tests were done with
a microsphere plate (MSP) and CMOS camera. The MSP is very similar to
the MCP device, but has a slightly worse spatial resolution.
The very rst tests of the BPMS were done at the LISOL ( Leuven Isotope
Separator On-Line) [7] setup in Louvain-la-Neuve (L.L.N.). A 50 keV 40Ar
beam with an intensity of several pA was clearly observed. Changes in the
beam shape and intensity induced by beam optics were observed in real time
[g. 2].
The system was also tested with high-energy low intensity beams. The weak-
est beam which one could distinguish from the background was a 5 p.p.s/cm2
flux of stable Xe beam with an energy of 460 MeV.
By lowering the amplication of the MCP, the BPMS was used with currents
in the nA range.
The resolution of the system depends on the acceleration voltage, energy spec-
trum of the SEs and their angular distribution. The details can be found in
[5].
In order to measure the spatial resolution of the system, a beam collimator
was built. From the whole beam it cuts out areas each of 0.3 mm in diameter
with 1 mm between beam centers, creating narrow beams of approximately
the same intensity close to each other. Beams of 50 keV Ar, 150 MeV Ar and
30 MeV C collimated in this way gave well distinguishable spots on the screen.
The result of the later experiment is shown on the g. 3. Since the system can
distinguish two beams at the distance of 1 mm, its resolution is better than 1
mm.
Both MCP and MSP have excellent timing features. Low intensity currents
(less than 106pps) can be measured using fast electronics by counting the
individual ions.
4 Radioactive beam tests.
One of the major concerns for the beam diagnostic system at REX-ISOLDE
was its response to radioactive background. In order to investigate such a pos-
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sibility a 50 keV -radioactive beam of 219Rn ( T1/2=3.96 s) was generated at
LISOL in L.L.N. with an intensity of a few thousand pps. The beam was ob-
served for several minutes by the BPMS, but no background from the radiation
was seen. After stopping the beam and signicant increasing amplication, one
could observe a glow from the area where the beam was previously seen. When
the acceleration voltage was turned o or switched to the opposite polarity,
the glow disappeared. This eect appeared to be due to electrons being ripped
from the Al surface by the -particles. O line tests with -, - and γ-sources
mounted on the Al plate demonstrated that similar backgrounds can be pro-
duced by - or γ- radioactive beams as well, although, the implantation doses
must be several orders of magnitude higher than for -radioactive beams. The
mechanism for - or γ induced background is similar to that of -radioactivity.
5 Background from the RFQ.
At REX-ISOLDE one of the beam diagnostic system will be positioned af-
ter the RFQ (part of the LINAC), with a magnetic quadrupole (QP) triplet
between them. Strong RF eld inside the RFQ generates a flux of electrons
and X-rays. This flux could cause a signicant background problem for the
monitoring of low intensity beams .
Possible consequences of the background were studied in Munich, where the
RFQ was mounted on a test beamline equipped with a plasma ion source.
Without power on the magnetic lenses a strong background from the RFQ
was observed. However, in the presence of magnetic eld generated by the QP
lenses, this background almost completely disappeared. This demonstrates
that the background has two components: electrons and X-rays. The electrons
do not have enough energy to pass the magnetic eld. The remainder compo-
nent created by X-rays is so weak that it is only visible when both the RFQ
power and the MCP amplication are set to values exceeding normal working
conditions.
6 Conclusion
A simple and reliable beam diagnostic system was developed for REX-ISOLDE.
Its beam prole monitoring system generates a two-dimensional beam image
with capabilities of making online x and y projections and time averaging. The
operational principle of the beam monitoring system is based on the detection
of secondary electrons knocked o the Al plate by the impinging beam. The
system was tested and appeared to perform well in a wide range of beam ener-
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gies and currents ( 60 keV - 460 MeV; 50 ions/s - nA). The spatial resolution of
the system was found to be better than 1 mm and the background generated
by the RFQ did not create any diculties for the beam observation.
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Fig. 1. The Beam Prole Monitoring System. Secondary electrons produced by a
beam, accelerated by an electric eld, multiplied by an MCP produce light flashes
on a phosphor screen.
Fig. 2. Images of the 50 keV 40Ar beam of several nA. The beam size, shape and
intensity distribution are shown as a function of the beam optics and voltages on
the BPMS.
Fig. 3. Results of the spatial resolution test using a 30 MeV carbon beam sent via a
two-hole collimator with holes diameter 0.3 mm and 1 mm between their centers. On
the screen the two beam spots were clearly separated, showing a position resolution
better than 1 mm. Note also the results shown in g. 6 of ref. [5]. Both tests were
done with MSP - CMOS camera combination.
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